The present authors have used FD-P8-3 dosimeter glass (8 x 8 x 4.7 mm), which is more resistant to weathering than FD-P8-1, while being only slightly lower in energy dependence.
The individual spectrum widths of the exposed X-rays were made as small as possible, by means of the thicker than usual Al-filters used (as given in Table 1 ).
The energy responses are shown in Directional independence within ± 25 % is obtained up to angles of ±60-for radiations incident from the front direction. Table  1 Filters and tube voltages adopted 
